A Brief Overview of the Recent Bio-Medical Applications of Fiber Bragg Grating Sensors

Sharath Umesha and Sundarrajan Asokan

Abstract | Fiber Bragg Grating (FBG) sensors have become one of the most widely used sensors in the recent times for a variety of applications in the fields of aerospace, civil, automotive, etc. It has been recently realized that FBGs and etched FBGs can play an important role in biomedical applications. This article provides a brief overview of the recent advancements in the application of FBG sensors in bio-mechanical, bio-sensing and bio-medical fields.

1 Introduction
Fiber optic sensors have several advantages such as availability of large number of components from communication industry, small foot print, easy fabrication and immunity to Electromagnetic Interference (EMI).1

In the category of fiber optic sensors, Fiber Bragg Gratings (FBGs) are desirable because of their high sensitivity, multi-modal sensing capability, large operational bandwidth and multiplexing capability.

A FBG is a periodic orthogonal perturbation of the refractive index along the longitudinal axis of the core of a single mode optical fiber. The periodic modulation of index of refraction is brought about by exploiting the photosensitivity of a germanium-doped silica fiber the optical fiber upon exposure to light.

The fabrication of FBGs has been first demonstrated by experiments conducted using visible Argon ion laser by Hill et al. and Kawasaki et al.2,3 However, the real breakthrough in the fabrication of FBGs has been achieved with the demonstration of the side writing technique by Meltz et al.4 Subsequently, various types of FBG inscription techniques, wherein higher refractive index changes brought about with ease and in shorter duration of time, have been reported.

FBGs, in the basic form, can sense strain and temperature.5 However, in recent years, several newer sensing applications of FBGs have been demonstrated. For example, in smart manufacturing, FBGs have been surface bonded or embedded in components during the manufacturing process, and used to monitor parameters such as residual strain, pressure, viscosity, degree of cure, etc.6 FBGs have also been used in non-destructive evaluation to measure strain profiles and monitor delamination.7 In civil engineering, FBG sensors have been used for mining, as well as structural health monitoring of tunnels, bridges and dams.8 In nuclear industry, they have been exploited for health monitoring of containment shells, cooling towers, steam pipes and storage sites. Further, FBGs have found applications in marine engineering particularly as underwater acoustic sensors.9 FBG sensors have also found application in aerospace engineering, in impact detection, cure processing, shape control and vibration damping.10

FBGs have shown a great potential for applications in the bio-medical field due to numerous advantages such as small size, non-toxicity, chemical inertness, etc.11,12 These features make FBG sensors apt for employment in both in vivo and in vitro measurements. Several books and review articles have been published, which discuss the utilization of FBG sensors in bio-medical applications.13–15 The current article is an attempt to provide a brief overview of the recent advancements in the bio-medical applications of FBG sensors, specifically in biomechanical, bio-sensing and bio-medical fields.

2 Fiber Bragg Grating Theory
As mentioned earlier, FBG is a periodic modulation of the refractive index of the core of a single-mode photosensitive optical fiber along its axis.16
established by exposing the core to an intensity-modulated UV light. When a broadband light is launched into a FBG, a single wavelength which satisfies the Bragg’s condition is reflected back, and the remaining part of the spectrum is transmitted as shown in Figure 1. This reflected Bragg wavelength \( \lambda_B \) is given by
\[
\lambda_B = 2n_{\text{eff}}\Lambda
\]  
(1)

Here, \( \Lambda \) is the pitch of the grating and \( n_{\text{eff}} \) is the effective refractive index of the fiber core.

FBGs can be fabricated using a variety of ways. Some of the well known and widely used FBG fabrication methods include interferometric fabrication technique, point by point fabrication technique, phase mask fabrication technique and the mask image projection. The FBGs that are employed in all the applications described in the current review have been fabricated in photosensitive germania-doped silica fiber using the phase mask method.

The sensing property of FBGs is based on the shift in resonance Bragg wavelength with a change in either the effective refractive index of the core or periodicity of the grating, effected by an external perturbation.

In general, the periodic spacing between the grating planes and the effective refractive index of the core are affected by ambient temperature and any axial strain on the fiber. By interrogating the shift in Bragg wavelength, the external perturbation at the grating site can be quantified. Using the Bragg condition (1), the shift in the Bragg wavelength due to strain and temperature is given by
\[
\Delta\lambda_B = 2\left[\Lambda \frac{dn_{\text{eff}}}{dT} + n_{\text{eff}} \frac{\partial \Lambda}{\partial T}\right] \Delta T
\]  
(2)

The first term on the right side of (2) represents the strain effect on the change in the grating spacing and the strain-optic effect of the refractive index on the Bragg wavelength. The preceding strain effect term may be expressed as
\[
\Delta\lambda_B = \lambda_B \left[1 - \frac{n_{\text{eff}}^2}{2} \left(p_{12} - \nu(p_{11} + p_{12})\right)\right] \varepsilon_z
\]  
(3)

where \( p_{11} \) and \( p_{12} \) are components of the strain-optic tensor, \( \nu \) is the Poisson ratio and \( \varepsilon_z \) is the strain. For a typical photosensitive fiber, 1.20 pm shift in the Bragg wavelength is observed upon applying 1 \( \mu \)e over the FBG [5].

The second term on the right side of (2) represents the temperature effect on the change in the grating spacing and the temperature induced changes in the refractive index on the Bragg wavelength. This fractional wavelength shift for a temperature change \( \Delta T \) can be expressed as
\[
\Delta\lambda_B = \lambda_B \left(\alpha_\Lambda + \alpha_n\right)\Delta T
\]  
(4)

where \( \alpha_\Lambda \) represents the thermal expansion coefficient and \( \alpha_n \) represents the thermo-optic coefficient of the photosensitive fiber. In general, a shift in Bragg wavelength of 10 pm is attained for a change in temperature of 1 K.

### 3 Biomechanical Applications of FBG

#### 3.1 Plantar strain measurement and postural stability analysis using FBG plantar strain sensing plate

A drastic increase in the occurrence of neuropathic or vascular ulceration in people has been noted in recent times. Peripheral neuropathy, together with vascular inefficiency, can lead the diabetic foot to physical ulceration that can further develop into gangrene resulting in the amputation of the foot.
Damaged nerves in the foot of a person can cause balance impairment. Assessment of plantar strain distribution has gained importance in the identification of potential ulceration area in an individual.

Guru Prasad et al. have recently demonstrated the deployment of FBG sensors for plantar strain measurements in the foot. This work focuses on the spatial resolution of the strain distribution in the foot at different regions such as fore-foot, mid-foot and hind-foot. It also quantifies with comparison, the postural stability of the subjects obtained from FBG sensors with centre of gravity movements obtained from tri-axial accelerometer.

The plantar strain sensing plate developed comprises of FBG sensors bonded between two perspex sheets as shown in Figure 2. Individual foot area is divided into three regions, namely fore-foot, mid-foot and hind-foot, and one FBG sensor is sandwiched between the Perspex sheets for each region. A single strand of fiber having three FBG sensors (of different Bragg wavelengths) is deployed for each foot. The subjects are made to stand on the plantar strain sensing plate along with a tri-axial accelerometer attached at the second lumbar vertebra. The average strain obtained from the FBG sensors for the duration of the test is used for plantar strain distribution for individual subjects as shown in Figure 3; the variance of strain obtained is used for postural stability analysis for all the test subjects as shown in Figure 4.

An interesting outcome of the above study is the estimation of the maximum load application area of individual foot of 10 subjects, using the strain measurement from the plantar strain sensing plate. In addition, the postural stability of all the test subjects is compared with respect to both FBG plantar strain sensing plate and the accelerometer. The obtained results are found to be in good agreement, proving the efficient usage of FBG sensors for plantar strain measurement and postural stability analysis, which are important for designing specific shoe insoles for equal distribution of strain on the foot.

### 3.2 Airline exercise evaluation by FBG sensors, prescribed to avoid deep vein thrombosis

Immobilization of body or body parts for long durations may subject one to the risk of Deep Vein Thrombosis (DVT), a situation where clots are formed in deep veins, obstructing the flow of blood in those parts. DVT in legs is a common situation encountered during long distance air travel. The anatomy of leg explains that the circulation of blood takes place with the arteries pumping blood from the heart and veins transporting blood to the heart (generally against gravity). The contraction and relaxation of the calf muscle provides the required force to pump the blood to the heart through the veins. The assistance for blood circulation in lower limbs reduces the risk of DVT occurrence drastically. Hence, the leg exercises that induce the Calf Muscle Pump Activity (CMPA) and prevent the risk of DVT are generally prescribed. However, not all the exercises induce the required levels of CMPA, and hence may not be beneficial in prevention of DVT.

In this context, Guru Prasad et al. demonstrated a methodology of surface strain measurement on the skin of the calf muscle as an indicator of CMPA, to evaluate the usefulness of the prescribed exercises to avoid DVT. Ten exercises that are normally prescribed are shown in Figure 5. In addition, the authors have also suggested a new exercise and have carried out the same evaluation procedure as shown in Figure 6.
Three sensor methodologies have been used in the above experiments, with a repetition of each exercise 5 times for better accuracy. The FBG sensors are surface bonded on the medial belly of the right gastrocnemius for strain measurement. The strain recorded for one such exercise by an individual is shown in Figure 7. A Color Doppler Ultrasound (CDU) probe\textsuperscript{40,41} is positioned against the femoral vein of the thigh for blood velocity measurement. An Inertial Magnetic Unit (IMU) is employed to measure the acceleration and rotational attributes of the leg, which validates the repeatability of each exercise. The data from all the three sensor methodologies have been recorded simultaneously during the performance of each exercise by the subject for a sample size of 12.

It is inferred from the experiments performed that out of all the prescribed exercises, the exercise \#1 and \#6 are the most effective (Figure 8), based on the levels of strain obtained from FBG sensor as well as the blood velocity measured from the CDU probe. Using the data obtained from IMU, the repeatability of each exercise performed by individual subjects has been found to be good.

These studies also reveal that the suggested exercise \#11 is better than the prescribed exercises, which is based on the highest strain measured by the FBG sensor and highest blood velocity measured from the CDU.

4 Bio-Sensing Applications of FBG

4.1 Etched fiber Bragg gratings coated with carbon nanotubes and graphene oxide along with a specific dendrimer

The use of Single walled carbon nanotubes (SWNTs) and graphene based Field Effect Transistors (FETs) for biological and chemical sensing applications are well known in literature.\textsuperscript{42–44} The detection of volatile organic compounds such as xylene and toluene by opto-chemical sensors (SWNT and its constituent nano composites deposited on optical fibers) by measuring the variation in reflectivity have also been established.\textsuperscript{45}
Further, mode-locking and bio-applications have been realized by selective area deposition of carbon nanotubes surrounding as well as at the tip end of the fibers using the reflectivity measurements. In addition, assembly of polyelectrolyte molecules layer by layer on etched FBG (eFBG) by surface adsorption to estimate detection limit has been reported.

Recently, Sridevi S et al. have demonstrated that etched Fiber Bragg Gratings (eFBGs) coated with Single Walled Carbon Nano-Tubes (SWNTs) and Graphene Oxide (GO) have high sensitivity, and can function as accurate biochemical sensors. The carbohydrate, mannose-functionalized poly (propyl-ether-imine) (PETIM) dendrimers (DMs) attached to the SWNT (or GO) coated eFBG have been used in the detection of specific and non-specific lectins, concanavalin A (Con A) and Peanut Agglutinin (PNA) respectively.

The ratio of shift in Bragg wavelength to Bragg wavelength has been reported to follow the Langmuir adsorption isotherm, with a high affinity constant of $4.2 \times 10^7$ M$^{-1}$ for SWNT coated eFBG sensor and $3.4 \times 10^8$ M$^{-1}$ for GO coated eFBG sensor.

The limit of detection for SWNT coated eFBG device obtained is 1 nM and the sensitivity for GO coated eFBG is 500 pM. eFBG coated with GO (functionalized with DM molecules) shows a higher specificity towards detection of Con A in the presence of excess amount of BSA protein.

The schematic of the coating procedure of SWNTs (or GO) is shown in Figure 9, and the Scanning Electron Microscopic image of GO coated eFBG in Figure 10.

Figure 11 shows the sensitivity response of different concentrations of only Con A, Con A mixed with 1.5 µM BSA, and only BSA to GO-DM complex coated eFBG.

This study proves the efficacy of eFBG coated with SWNT or GO in the study of carbohydrate-protein interaction with multivalent specifically functionalized dendrimer acting as very sensitive biosensors. The methodology demonstrated is a platform technology that can be used for antibody-antigen interactions, bio- and chemical sensing applications.

5 Biomedical Applications

5.1 Blood pressure evaluation by arterial pulse waveform detection using fiber Bragg grating pulse device

It is an established fact that hypertension adversely affects the cardiovascular and renal systems. Precise measurement of blood pressure is important as it can aid the diagnosis and management of hypertension. Due to its invasive nature, direct intra-arterial measurement of blood pressure, though being a gold standard method, is not employed in clinical practice. Auscultatory method of obtaining the pressure from a
Blood pressure measurement can be carried out by oscillometric devices, colin radial tonometer, vasotrac monitor and ultrasound techniques that are usually limited by accuracy of the algorithms employed.

Sharath Umesh and Sundarrajan Asokan

Journal of the Indian Institute of Science

VOL 94:3

Jul.–Sep. 2014

journal.iisc.ernet.in

324

Blood pressure measurement can be carried out by oscillometric devices, colin radial tonometer, vasotrac monitor and ultrasound techniques that are usually limited by accuracy of the algorithms employed.

Sharath et al. have developed a Fiber Bragg Grating Pulse Device (FBGPD), which can record the Radial Arterial Pressure Pulse Waveform (RAPPW) comprising both beat-to-beat pulse waveform and arterial distension information together. The FBGPD developed has an FBG sensor bonded on the silicone diaphragm is in-turn, adhered to a hollow box and strap as shown in Figure 12.

The silicone facade of the FBGPD is wound to the wrist so that it positions the diaphragm bonded FBG sensor on the maximum impulse site of the pulsating radial artery. The radial artery striking the diaphragm causes strain variations, which are sensed by the FBG sensor to provide the quantitative information of RAPPW of the subject as shown in Figure 13.

The sphygmomanometry test is carried out on a subject with the placement of FBGPD on the wrist together with an electronic stethoscope place on the ante-cubital fossa, as shown in the Figure 14. Data from both methodologies are simultaneously recorded throughout the test duration and compared with each other, and is shown in Figure 15.

The RAPPW recorded from FBGPD is divided into five distinct regions, namely normal pulsation, cuff inflation region, cuff deflation region, systolic to diastolic blood pressure region, and return to normalcy region accordingly. As the cuff deflates, the systolic blood pressure point is attributed to pulse detection in the radial artery, whereas the diastolic blood pressure point is attributed to maximal arterial distension in the RAPPW. A beat-to-beat coordination is established between the...
data obtained from FBGPD and electronic stethoscope in the systolic to diastolic blood pressure region (i.e. RAPPW and Korotkoff sounds). Both the systolic and diastolic blood pressure points obtained using the FBGPD and the electronic stethoscope are in good agreement within the acceptable accuracy percentages generated for a subject sample size of 60, which demonstrates the effective employment of FBG sensors for blood pressure evaluation.

5.2 In-vitro study for pulp chamber temperature variation using FBG thermal sensor

While cavity preparation and restorative procedures are carried out on a tooth, the dental pulp is found to be vulnerable due to the soft pulp tissue characteristics. Polymerization of light-activated resin composites performed during restorative dental procedures causes an increase in the temperature of the pulp tissue. The pulp vitality is reported to be compromised if the temperature of the pulp tissue is increased beyond 5–6 °C. An increase in temperature of pulp tissue occurs during polymerization of light composite resins owing to both the exothermic reaction process and the energy absorbed during irradiation. Moreover, during polymerization of composite resins, the extent of pulpal temperature rise is influenced by the intensity of the curing light used, chemical composition of the restorative material, depth of the cavity or thickness of the restoration and irradiation duration.

The feasibility of using FBG sensors for pulp chamber temperature variation measurements has been shown by Sharath et al., in an in-vitro study during the polymerization of the composite resin induced by the light curing process for a Class I cavity. The FBG thermal sensor (FBGTS) has been designed for explicit temperature measurements, by sheathing the FBG sensor in a stainless steel tube (which transfers thermal variations onto the FBG sensor, and also protect it from other external perturbances) as shown in Figure 16. The FBG sensor element is positioned at the enclosed end of the FBGTS, while the other end is pigtailed to the connecting fiber.

A linear response for temperature increase has been observed between the FBGTS and the bare FBG sensor used for calibration. A Class I cavity of depth of 1.5 mm measured from the central groove is prepared on a tooth with the inverted cone diamond. 3M ESPE Z100 restorative composite (B2 shade) is used for packing of the prepared Class I cavity.

FBGTS has been introduced into the pulp chamber through the widened pulp canal, and the polymerization reaction is initiated by the external application light from a Woodpecker Blue Light Emitting Diode curing unit for a duration of 30 s as shown in Figure 17. This study reports an increase in temperature of 1.8 K during the light curing of the Class I filled composite resin as shown in Figure 18, which is within the acceptable range for the pulp tissue. The results obtained prove the effective usage of FBGTS for measurement of pulpal chamber temperature variations.

The diameter of the FBGTS has been reported as 150 µm which can enter into the pulp chamber via the pulp cavity (without much widening), helping to maintain the structural integrity of the tooth.
6 Summary

In this article, the recent developments in biomedical applications of FBG sensors have been brought out. Some of the applications demonstrated are plantar strain measurement, exercise evaluation, bio-sensing by etched FBG with single walled carbon nanotube and graphene oxide coating, blood pressure estimation from arterial pulse pressure measurement and pulp chamber temperature variation measurement in a tooth. These examples clearly bring out the advantages of FBGs over the existing conventional technologies, in a wide range of bio-medical applications.

Acknowledgments

The authors would like to thank Prof AK Sood, Prof N Jayaraman, Dr SN Omkar, Dr GM Hegde, Dr AS Guruprasad, Dr KS Vasu, Mrs S Sridevi, Mrs K Chethana, Dr R Sukreet, Dr G Aporova, Dr K Aadarsh, Dr B Adarsh, Dr NR Jayanth, Dr K Anand, Mr HN Vikranth and Mr V Anil, for their contribution in developing the individual applications which have been reviewed in the present article.

Received 13 August 2014.

References


**Mr. Sharath Umesh** received his B.E. degree in Mechanical Engineering from Visvesvaraya Technological University, India in 2009. He is currently a Doctoral Student in the Department of Instrumentation and Applied Physics, Indian Institute of Science. His current research is based on packaging of FBG sensors for applications in various fields of engineering and medical sciences.

**Prof. Sundarrajan Asokan** received his M.Sc. degree in Materials Science from the College of Engineering, Anna University, Madras, India, and Ph.D. in Physics from the Indian Institute of Science, Bangalore, India. He is currently a Professor at the Department of Instrumentation and Applied Physics, Indian Institute of Science, and Chairman of the Robert Bosch Centre for Cyber Physical Systems, Indian Institute of Science. He has published more than 180 papers in International Journals/Books. He is the recipient of The Martin J. Forster Gold Medal of the Indian Institute of Science for the best Ph.D. thesis in the division of Physical and Mathematical Sciences for the year 1986–1987, the Young Scientist Award of the Indian National Science Academy (1990), and the Young Scientist Research Award of the Department of Atomic Energy (1995), India. He was a JSPS Visiting Scientist at the Department of Electronics and Computer Engineering, Gifu University, Gifu, Japan, during 1991, INSA-Royal Society Visiting Scientist at the Imperial College of Science, Technology and Medicine, London, U.K., in 1998, and a Visiting Scholar at Lyman Laboratory, Harvard University, Cambridge, MA, in 1999. He is a Fellow of the National Academy of Sciences, India since 2008.